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FOREWORD 


In  order  to  accurately  measure  the  initial  gamma  radiation 
from  atomic  detonations,  the  effects  of  neutrons  on  the  gamma  detectors 
must  be  eveduated.  Film  dosimeters  were  the  major  gamma  detectors  used 
at  weapons  tests.  Since  film  can  be  affected  directly  by  neutron  inter¬ 
action  and  indirectly  by  the  production  of  capture  gamma  in  the  detec¬ 
tors'  environment,  a  series  of  three  reports  has  been  written  to  cover 
the  field. 


This  report  describes  experiments  to  determine  the  direct 
effect  of  thermal  and  fast  neutrons  on  dosimeter  films.  This  work 
was  authorized  under  DASA  Project  Humber  O6.O7,  Army  Task  Nxunber 
4n12-10-007-04,  Neutron  Effects  on  Gamma  Detectors.  The  work  on 
which  this  report  is  based  was  begun  in  July  i960  and  completed  in 
May  1961. 
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DIGEST 


Film  dosimeters  used  at  weapons  tests  to  measure  Initial 
gamma  radiation  are  sensitive  to  neutrons  euid  to  the  gamma  radiation 
produced  by  the  interaction  of  neutrons  with  the  environment  of  the 
film.  The  purpose  of  this  work  was  to  experimentally  evaluate  the 
direct  effect  of  neutrons  on  film  dosimeters. 

Eight  film  types  encased  in  NBS  holders  eund  covering  a  range 
of  0.3  to  50,000  r  were  exposed  to  neutron  radiation  at  the  North  Thermal 
Coliunn  of  the  Los  Aleunos  Water  Boiler  Reactor  euid  the  Los  Alamos  Cock- 
croft-Walton  and  Van  de  Graaff  Accelerators.  The  lithium  extrapolation 
method  was  used  to  evaluate  the  thennal -neutron  sensitivity  of  the 
films.  This  method  is  explained  and  refinements  eire  reported. 

The  thermal. -neutron  and  fast-neutron  sensitivities  of  the 
eight  films  that  have  been  determined  by  this  experiment  cem  be 
utilized  to  correct  film  data  obtained  at  nuclear  weapons  tests. 

Further  experimental  work  with  fast  neutrons  is  needed  to 
Increase  the  statlsticeil  accuracy  of  our  results  as  well  as  to  obtain 
fast-neutron  sensitivities  of  the  very  high-range  films,  5^8  and  6^9. 

Two  points  seem  evident  concerning  the  fast-neutron  sensitivity  of 
film.  They  are:  (l)  the  sensitivity  of  the  films  Increases  with  in¬ 
creasing  neutron  energy  from  1  to  l4  Mev,  and  (2)  the  ratio  of  the 
sensitivities  of  the  films  is  roughly  equal  to  the  reciproceLL  of  the 
ratio  of  their  grain  sizes. 

In  order  to  obtain  meaningful  data  from  neutron  experiments 
conducted  in  a  reactor  thermal  colimin,  corrections  must  be  made  for  the 
neutron  sink  effect  of  the  object  being  irradiated.  The  lithium-extra¬ 
polation  method  for  obtaining  these  correction  factors  has  been  re¬ 
fined  and  revised  so  that  the  method  may  be  used  with  confidence. 
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MILITARY  APPLICATION 


This  report  discusses  one  of  the  methods  used  to  correct 
initial  gamma  measurements  made  in  the  field.  A  field  commander  must 
know  the  initial  gamma  dose  from  a  particular  t-'T)e  weapon  at  various 
distances  so  that  he  may  position  his  troops  to  the  greatest  advan¬ 
tage  without  exposing  them  to  significant  gamma  doses. 
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THERMAL  AND  FAST  NEUTRON  EFFECTS  ON  DOSIMETER  FILMS 


I.  INTRODUCTION. 

Initial  gamma  radiation  has  been  measured  at  various  dis¬ 
tances  from  most  of  our  test  detonations  of  nuclear  weapons.  Unfor¬ 
tunately,  the  me.  suring  devices  used  are  also  somewhat  sensitive  to 
neutron  radiation.  In  addition,  the  shielding  necessary  to  protect 
these  devices  from  blast  and  thermal  radiation  produces  secondary 
gamma  rays  when  exposed  to  neutrons.  Therefore,  the  gamma  measure¬ 
ments  are  more  or  less  in  error,  depending  on  the  magnitude  of  the 
neutron  radiation.  The  objective  of  this  investigation  was  to 
determine  the  direct  effect  of  thermal  and  fast  neutrons  on  photo¬ 
graphic  film  dosimeters.  Film  dosimeters,  usually  encased  in  the 
National  Bureau  of  Standards  holders,  were  the  principal  initial 
gamma  detectors  utilized  at  the  test  detonations. 

This  report  is  the  first  of  four  reports  dealing  with  the 
neutron  effects  on  film  dosimeters.  While  this  report  is  concerned 
with  the  direct  interaction  of  neutrons  with  film  euid  holder,  the 
next  two  reports  will  be  concerned  with  the  neutron  effects  upon 
the  environment  of  the  film  used  in  the  field,  namely,  the  soil  and 
blast  and  thermal  shields.  Since  neutron  radiation  was  measured  at 
the  test  detonations,  the  results  obtained  from  these  reports  will 
be  used  to  correct  the  initieil  geunma  data  for  the  neutron  effects 
and  will  be  recorded  in  the  fourth  and  final  report  in  this  series. 


Relatively  little  has  been  published  on  the  neutron  sen¬ 
sitivity  of  commercieil  photographic  film.  Experimental  studies  by 
Hendrickson,  et  at  a  weapons  test  and  by  York^  at  the 

Los  Alamos  Pulse  Reactor  (CJodiva),  were  handicapped  by  a  poorly 
known  gamma  component  and  complicated  geometry.  Tochilin,  et  al. 3, 
attempted  to  determine  the  extent  of  the  difficulty  introduced  by 
fast  neutrons  by  means  of  the  University  of  California's  60-in. 
cyclotron.  Tochilin  was  also  handicapped  by  complicated  geometry 
and  poorly  known  gamma-ray  background. 


Mercer  and  Golden^  mathematically  and  experimentally  de¬ 
rived  a  formula  for  calculating  the  thermal-neutron  sensitivity  of 
a  number  of  films.  Their  experimental  work  suffered  from  the  SEime 
faults  as  the  previously  mentioned  experiments.  In  their  mathe¬ 
matical  treatment  they  neglected  the  activation  of  the  halogen, 
mainly  bromine,  in  the  silver  halide.  In  addition,  their  work 
was  based  on  an  electron  calibration  instead  of  an  X-ray  calibra¬ 
tion,  and  their  formula  applies  only  to  bare  film  and  to  one  of 
the  eight  types  in  which  there  is  greatest  interest. 


5 

Ehrlich-^  recently  published  experimental  results  on  the 
effects  of  thermal  and  3“Mev  neutrons  on  three  film  types.  She  used 
the  thermal  columns  at  Los  Alamos  Scientific  Laboratory  (LASL)  and 
Oak  Ridge  National  Laboratory  (ORNL)  as  the  sources  for  thermal 
neutrons  aoid  the  NBS  2-Mev  Van  de  Graaff  as  the  source  for  the  3"Mev 
neutrons . 

II.  THEORY  AND  APPROACH. 

A.  Neutron  Interaction  With  Film. 

Thermal  neutrons  are  captured  mainly  in  the  bromine  and 
in  the  silver  of  the  film.  The  radioactive  nuclides  produced  in  this 
process  have  rather  complicated  decay  schemes,  in\folving  a  number  of 
high  and  low-energy  gamma  rays,  as  well  as  beta  radiation,  and  their 
half  lives  vary  from  a  few  seconds  to  several  hundred  days.  Besides 
the  thermal  neutron  capture  reactions,  there  are  also  (n,p)  reactions 
in  carbon  and  particularly  in  the  nitrogen  of  the  gelatin  base.  This 
effect  can  be  neglected  since  film  exposure  due  to  the  protons  from 
nuclear  reactions  induced  by  thermal  neutrons  is  small  compared  to 
that  due  to  decay  produced  from  the  thermal -neutron  activations. 

The  fast  neutrons  interact  with  the  film  and  holder  mainly 
by  elastic  and  inelastic  scattering  on  hydrogen  and  carbon  to  produce 
proton  recoils  and  gamma  rays.  Elastic  scattering  is  the  predominant 
interaction  for  neutrons  with  energies  less  than  8  Mev. 

Ehrlich^  states  that  preliminary  investigations  indicate 
that  the  predominant  portion  of  the  photographic  effect  is  due  to  pro¬ 
ton  recoils  from  elastic  scattering  of  fast  neutrons  on  the  hydrogen 
of  the  emulsion,  of  the  film  base,  and  of  surrounding  materials,  such 
as  the  paper  of  the  film  packet  and  the  plastic  of  the  film  holder. 
Gelatine,  film  base,  paper,  and  plastic  have  somewhat  similar  hydrogen 
densities.  Since  the  range  of  the  recoiling  protons  is  less  than  the 
combined  thickness  of  these  substances,  the  film  exposure  took  place 
under  conditions  not  far  from  proton  equilibrium. 

B.  Thennal  Neutron  Approach. 

A  useful  source  of  pure  thermal  neutrons  is  not  readily  avail¬ 
able.  Thermal  neutrons  are  always  accompanied  by  gamma  rays.  Since 
film  is  very  sensitive  to  gamma  rays,  it  was  desirable  that  the  sources 
of  thermal  neutrons  be  accompanied  only  by  a  small  and  well-known 
gamma  component.  The  source  that  best  met  the  requirements  was  the 
North  Thennal  Column  at  the  Los  Alamos  Water  toiler  Reactor.  Since 
the  thermal  column  is  small  In  size  and  the  detector  has  a  finite 
size,  a  correction  had  to  be  made  for  the  neutron  sink  effect  of  the 
detector. 


Thermal  neutrons  have  very  low  energies,  of  the  order  of 
0.02b  ev,  and  thus  they  act  like  a  gas  with  the  same  random-type  motion. 


Y 


A  detector  of  any  size  will  disturb  this  motion  not  only  by  being 
there  but  also  by  absorbing  the  neutrons.  By  absorbing  the  neutrons, 
the  flux  is  lowered;  therefore,  the  readings  are  always  lower  than 
the  true  values  depending  on  the  size  and  cross  section  of  the  detec¬ 
tor.  The  perfect  detector  would  be  one  which  was  infinitely  small . 

One  of  the  better  detectors  is  a  gold  foil  of  l/2  in.  dleuneter  and 
10  mils  thick.  Corrections  for  the  sink  effect  of  even  this  small 
size  detector  must  be  made. 

The  method  for  obtaining  this  neutron  sink  correction  is 
called  lithium  extrapolation.  The  efficiency  of  the  lithium  in  ab¬ 
sorbing  thennal  neutrons  is  so  much  greater  than  the  film  and  holder 
that  the  sink,  due  to  the  film  and  holder,  is  made  negligible  by 
comparison. 

Lithium  is  a  l/v  absorber  in  which  thermal  neutrons  are 
absorbed  by  the  following  reactions: 

Ll^(n,  )h3,  cross  section  -  900  barns,  no  gammas. 

Li7(  n,  )Li8,  cross  section  -  0.033  barns,  total  gama-ray 

energy  I.98  Mev. 

Although  neutron  capture  in  LiT  produces  a  high-energy 
gamma  photon  and  LiT  is  more  abundant  than  Li^  (92.5^  to  in 

natural  lithivun,  the  large  difference  in  cross  sections  results  in 
only  one  capture  in  2,000  taking  place  in  Li7.  Consequently,  relative¬ 
ly  few  capture  gamma  rays  are  produced  euid  can  be  neglected. 

The  following  is  a  step-by-step  procedure  for  using  the 
llthium-extraiX)lation  method; 

1.  Obtain  film  response  to  the  mixed  gamma  ray  and 
thermal  neutron  field  at  various  thicknesses  of  lithium. 

2.  Subtract  the  known  gamma  background  from  the  film 
response  at  the  different  lithixira  thicknesses.  This  should  then  give 
the  film  response  to  thermal  neutrons  in  equivalent  roentgens. 

3.  Divide  the  experimentally  obtained  thermal -neutron 
flux  in  neutrons  per  square  centimeter  at  each  lithium  thickness  by 
the  thermal  neutron  response  of  the  film  in  roentgens. 

4.  Plot  these  values  of  thermal  neutrons  per  square 
centimeter  per  roentgen  versus  lithium  thickness  and  extrapolate  the 
line  back  to  0  lithium.  The  value  at  0  lithium  is  the  true  thermal 
neutron  response  of  the  film  as  compared  to  the  film  calibration 
source,  usually  Co°®  radiation. 
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C.  Fast  Neutron  Approach. 

High  fluxes  of  fast  neutrons  are  available  from  many  reactors. 
These  fast  neutrons,  however,  are  usually  accompanied  by  a  leu:ge  gamma 
component  and  a  smaller  thermal -neutron  component  that  Increases  with 
distance  from  the  source.  Often  the  fast  neutron  spectrum  is  unknown. 
Since  the  sensitivity  of  film  to  fast  neutrons  varies  with  energy, 
knowledge  of  the  neutron  spectrum  of  the  source  is  necessary. 

Nearly  monoenergetlc  neutrons  are  available  from  accelerators  and 
these  neutrons  are  not  initially  contaminated  with  other  radiation. 

The  fluxes  obtainable  are  usually  orders  of  magnitude  lower  than 
reactor  fluxes.  The  good  points  of  eui  accelerator  irradiation,  however, 
outweighed  its  bad  points,  and  the  LASL  accelerators  were  available 
for  our  use  at  the  time  our  thermal-neutron  exposures  were  made.  Thus, 
the  7"Mev  Van  de  Graaff  and  the  Cockcroft -Walton  accelerators  at  Los 
Alamos  were  used  for  this  experiment. 

Even  though  accelerator  neutrons  do  not  have  a  gamma  component 
when  they  are  formed,  by  the  time  the  neutrons  reach  the  sample  (film 
and  holder)  there  is  a  small  gamma  background  that  has  to  be  evaluated. 
This  gamma  background  is  produced  by  neutron  Interaction  with  the  tetr- 
get  material,  the  sample  supports,  and  other  objects  near  the  neutron 
beam.  An  uncluttered  sample  area  is  essential  for  accurate  work. 

III.  EXPERIMENTAL. 

A.  Films. 


Table  1  presents  pertinent  film  data.  Some  of  the  films  are 
duplicates  in  their  range  and  in  some  other  properties.  This  is  so 
because  hatlf  the  films  (508,  510,  1290,  and  649)  eure  replacements  for 
the  older  types.  Film  types  502,  510,  6o6  are  marketed  together  in  a 
single  dental  X-ray  type  packet  to  cover  a  range  of  0.3  to  2500  r. 

The  508,  510,  and  129O  films  are  also  marketed  in  a  similar  packet. 

The  548-0  and  649  films  are  obtained  singly  in  a  packet.  These  partic¬ 
ular  films  were  chosen  to  be  evaluated  because  they  were  the  main 
types  used  at  weapons  tests. 
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B.  National  Bureau  of  Standards  Holder. 

Unshielded  film  is  energy  dependent  and  has  a  sharp  increase 
in  sensitivity  to  gamma  rays  of  energy  less  than  0.1  Mev.  The  NBS 
holder  was  designed  to  minimize  this  energy  dependence  by  absorbing 
energies  below  0.1  Mev.  The  holder  plus  film  is  used  to  measure  dos¬ 
ages  from  0.3  to  50,000  r  in  the  energy  range  of  0.1  to  10  Mev.  The 
holder  consists  of  a  bakelite  container,  density  of  1.4  g/cc,  8.25 
thick  to  provide  electronic  equilibrium  (electrons  generated  in  the 
film  but  escaping  before  detection  are  balanced  by  the  electrons  es¬ 
caping  from  the  bakelite  into  the  film).  The  bakelite  is  covered  with 
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1.07  mm  of  tin,  which  is  in  turn  covered  by  0. 3  mm  of  lead.  The  tin  and 
leeid  provide  the  energy  independence  in  the  range  0.1  to  10  Mev.  The  NBS 
holder  was  used  extensively  at  weapons  tests. 

C.  Experimental  Setup. 

1.  Thermal  Neutrons. 

The  essential  features  of  the  Water  Boiler  Reactor  and  the 
North  Thermal  Column^  are  shown  in  figure  1.  The  thermal  column  was 
constructed  specifically  to  provide  a  large  fl\ix  of  thermal  neutrons 
and  a  raaocimum  neutron  to  gamma-ray  ratio.  The  gamma-ray  flux  was 
lowered  by  blocking  the  gamma  rays  from  the  core  with  bismuth  and  by 
using  boron  Instead  of  cadmiian  shielding  around  the  column. 

Thermal -neutron  fluxes  were  measured  with  gold  and  cadmiiim- 
covered  gold  foils  using  the  cadmium  difference  technique.  This  tech¬ 
nique  also  provides  information  on  the  cadmium  ratio,  which  is  the 
ratio  of  the  population  of  thermal  neutrons  to  neutrons  of  energy 
above  0.3  ev. 

The  films  encased  in  an  NBS  holder  surrounded  by  the  concen¬ 
tric  lithium  cylinders  were  Irreuiiated  inside  the  graphite  cavity. 

Each  lithium  cylinder  was  1/8  in.  thick  and  the  outer  lithium  cylin¬ 
der  was  5-1/2. in.  in  dieimeter  and  13-1/2  in.  long.  Each  cylinder  was 
closed  at  the  end  closest  to  the  reactor  sphere  with  a  circuleur  piece 
of  lithium  also  1/8  in.  thick. 

2.  Fast  Neutrons. 

The  i4.1-Mev  neutrons  were  obtained  from  the  Los  Alamos  Cock- 
croft-Walton  accelerator  by  a  D-T  reaction,  H3(d,n)He^.  The  film  and 
holders  were  placed  in  the  90°  plane  and  10  cm  from  the  target.  The 
target  was  a  flat  piece  of  zirconium  metal  saturated  with  tritium. 

The  number  of  neutrons  was  determined  by  an  alpha  counter  placed  above 
the  target  measuring  directly  the  alpha  particles  produced  in  1  to  1 
coincidence  with  the  neutrons  by  the  D-T  reaction. 

Neutron  energies  of  1.00  +0.33>  2.00  jfO.25,  4.00  i0.17, 

6.0  +0.5j  Eind  8.0  j^O.4  Mev  were  obtained  at  the  Los  Alamos  7-Mev 
Van  de  Graaff  by  D-D  and  p-T  reactions.  The  film  and  holder  were 
placed  10  cm  from  the  target  in  the  forward  direction.  The  target  con¬ 
sisted  of  a  brass  cylinder  filled  with  either  deuterium  or  tritium  gas. 
The  neutron-emitting  end  was  closed  with  a  thin  gold  foil  and  the  other 
end  was  closed  with  two  thin  molybdenum  foils.  The  neutrons  were  moni¬ 
tored  by  a  fission  detector.  The  fission  monitor  consisted  of  a  small 
geometry  ionization  chamber  used  to  detect  fission  fragments  from  a 
3  mg  U^^°  foil.  The  neutron  flux  can  be  measured  with  an  uncertainty 
of  only  5^. 
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TC  DRAWING  OF  GEOMETRY  USED  AT  THE  LOS  ALAMOS  WATER  BOILER 


D.  Calibration 


Film  Is  sensitive  to  environment  and  manufacture.  Therefore, 
for  accuracy,  each  batch  of  film  must  be  calibrated  at  the  same  time 
experimental  exposures  axe  made.  Unexposed  control  film  should  be  set 
aside  to  provide  background  data.  The  control,  calibration,  and  ex¬ 
perimental  film  should  be  processed  together. 

The  films  were  all  calibrated  and  processed  at  U.  S.  Army 
Signal  Research  and  Development  Laboratory. 

E.  Processing  of  Film. 


The  method  of  processing  the  film  Is  extremely  crltlcail. 
Time,  bath  temperature,  euad  type  of  developer  all  seriously  affect 
accuracy  and  reproducibility  of  the  film.  In  fact.  It  Is  Impossible 
to  determine  the  neutron  effect  on  film  when  the  film  Is  processed  In 
a  weak  developer  such  as  Kodak  D-765 .  All  the  films  were  processed 
for  5  min.  at  20.80°  +  0.02°  C  with  Kodak  liquid  X-ray  developer. 

IV.  DISCUSSION  OF  EXPERIMENTAL  TECHNIQUES. 

A.  Thermal -Neutron  Flux. 


The  thermal -neutron  flux  In  the  thermal  column  was  experi¬ 
mentally  determined  by  using  gold  and  cadmium- covered  gold  foils  from 
0  to  5  lithium  thicknesses.  The  curve  of  thermal -neutron  flux  versus 
llthlvun  Is  presented  In  figure  2.  There  were  12  lithium  cylinders 
available  but  we  used  only  the  5  largest  cylinders.  In  working  from 
5  to  1  lithium  we  removed  the  concentric  lithium  cylinders  from  the 
inside,  thus  the  largest  lithium  cylinder  was  used  for  the  measurement 
at  1  lithium. 

Suppose  that  the  lithium  cylinders  were  removed  from  the 
outside  instead  of  removing  them  from  the  inside.  Would  the  same 
thermal -neutron-flux  curve  be  obtained?  Let  us  consider  this  situ¬ 
ation  for  the  full  12  lithium  cylinders. 

A  general  formula  for  the  absorption  of  thermal  neutrons  has 
been  worked  out  by  Graves  and  RoachS  who  found  that  the  nxiniber  of  thermal 
neutrons  absorbed  was  a  function  of  the  thickness  and  surface  area  of 
the  absorber,  among  other  factors.  The  surface  area  of  the  largest 
llthliom  cylinder  is  over  250  sq  In.,  while  its  thickness  Is  only  l/8  In. 
The  smallest  cylinder  has  a  surface  area  of  about  50  sq  in. 

As  the  lithium  cylinders  are  removed  from  the  inside  from 
12  to  1  lithium,  the  thickness  changes  by  a  consteuit  amoxmt  (l/8  in.), 
while  the  surface  area  (which  Is  the  surface  area  of  the  outer  or 
largest  cylinder)  remains  constant.  The  thermal -neutron  flux  of  the 
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NDL  curve,  shown  in  figure  2,  from  5  lithium  to  1  lithium  changes  by 
a  constant  factor  of  2.2  for  each  additional  llthiian  cylinder.  The 
curve  should  change  by  this  same  factor  from  5  to  12  lithium.  Vfhen 
the  leurgest  or  outermost  cylinder  is  removed,  however,  the  thickness 
is  again  changed  by  l/8  in,,  but  the  surface  area  is  changed  from 
2^0  sq  in.  to  0.  This  tremendous  change  in  surface  area  is  repre¬ 
sented  in  the  curve  by  the  leurge  drop  in  flux  from  0  to  1  lithium. 

This  drop  is  the  neutron  sink  effect  of  the  lithium. 

On  the  other  hand,  removing  the  lithium  cylinders  from  the 
outside,  the  smallest  or  Innermost  cylinder  is  the  last  to  be  re¬ 
moved.  The  surface  area  of  this  cylinder  is  only  50  sq  in.  Thus, 
the  change  from  1  to  0  llthlim  using  the  outside-removal  method  pro¬ 
duces  a  much  smaller  surface  area  change  than  the  method  we  used.  A 
graph  of  neutron  flux  versus  number  of  lithium  cylinders  using  the 
out side -removal  method  should  show  a  smaller  sink  effect  from  0  to 
1  llthlvua  them  the  inside -removal  method.  Since  the  difference  in 
surface  areas  between  the  lemt  cylinder  in  each  method  is  a  factor  of 
5  (250  to  50),  the  neutron  flux  at  1  lithium  for  the  outside-removeJ. 
method  should  be  about  a  factor  of  5  higher  them  the  flux  obtained 
from  the  inside-removeLL  method. 

Using  the  out side -removal  method  from  12  lithium  to  1  lith¬ 
ium  chemges  not  only  the  thickness  of  the  lithium  by  a  constemt  amount 
but  also  changes  the  surface  area  by  a  nonconstant  eunount.  Therefore, 
the  change  in  neutron  flux  between  1  amd  12  lithium  for  the  outside- 
removal  method  should  be  greater  than  for  the  inside-removal  method 
where  only  the  thickness  changes.  Thus,  the  curve  for  the  outside- 
removal  method  should  show  a  steeper  slope  from  1  to  12  lithium  than 
the  curve  for  the  inside -removal  method. 

Another  factor  to  consider  is  that  the  thermal  flux  should 
be  the  same  for  both  methods  when  all  the  lithium  cylinders  are  used. 
The  two  curves  should  intersect  at  12  lithium.  The  intersection  of  the 
curves  at  12  lithium  will  occ\ir  only  if  detectors  with  the  same  response 
to  the  radiation  in  the  thermal  column  are  used.  Bare  gold  and  indivim 
foils  are  sensitive  to  eplcadmium  neutrons.  Curves  using  these  detec¬ 
tors  will  be  much  different  from  curves  obtained  using  cadmium- covered 
gold. 


Since  different  curves  for  thermal -neutron  flux  will  be  ob¬ 
tained  depending  upon  the  method  of  removal  of  lithium  and  the  type 
of  detector  used,  great  care  must  be  exercised  in  using  other  inves¬ 
tigator's  data.  Experimenters  using  the  lithium-extrapolation  method 
would  do  well  to  determine  the  thermal -neutron  flux  for  themselves. 
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B.  Gcumna  Flxuc 


The  eyminw.  flux  will  be  affected  by  the  lithium  in  the  same 
manner  as  the  thermal-neutron  flux.  This  statement  seems  rather 
strange  since  10  lithium  cylinders  will  reduce  an  incident  lt^.5-Mev 
(average  gamma  energy  in  thermal  column)  gamma  flux  by  only  3%  The 
expleuiatlon  lies  in  where  and  how  the  gamma  rays  are  produced. 

Extensive  investigations  by  Los  Aleunos  personnel  proved 
that  no  gamma  rays  produced  in  the  reactor  sphere  reached  the  cavity. 9 
The  only  source  of  gammh  rays  is  from  the  interaction  (n^y)  of  thermal 
neutrons  with  the  graphite  of  the  reactor.  Therefore,  anjdihlng  that 
affects  the  thermal  flux  will  simileurly  etffect  the  gamma  flux.  With 
respect  to  the  empty  cavity,  the  neutrons  diffusing  through  the 
thermal  column  may  be  divided  into  two  categories; 

1.  Neutrons  that  enter  the  cavity  one  or  more  times  before 
being  captured. 

2.  Neutrons  that  never  enter  the  cavity. 

These  are  the  cavity  and  noncavity  neutrons. 

Similarly  the  total  population  of  the  gamma  photons  in  the 
thermal  column  may  be  divided  into  two  groups,  cavity  euid  noncavity 
photons.  We  are  interested  only  in  the  cavity  photons.  This  class 
may  be  further  divided  into: 

1.  Photons  created  by  capture  of  cavity  neutrons. 

2.  Photons  created  by  capture  of  noncavity  neutrons. 

The  usefulness  of  these  terms  lies  in  the  fact  that  cavity 
neutrons  and  hence  cavity  neutron  gamma  rays  are  subject  to  capture  in 
the  lithium  cylinders.  On  the  other  hand  the  flux  of  noncavity  neu¬ 
tron  gamma  rays  entering  the  cavity  is  not  influenced  by  the  lithium. 
Thus,  the  gamma  curve  should  also  be  affected  by  the  method  of  removing 
the  lithium  cylinders. 

Ovir  gamma  curve  is  shown  in  figure  3«  The  curve  was  ob¬ 
tained  by  monitoring  the  gamma  component  with  glass  dosimeters  and 
from  information  concerning  the  ratio  of  cavity  gammH.  fixix  due  to 
cavity  neutrons  to  cavity  gamma  flux  due  to  noncavity  neutrons. 9 

C.  Epicadmlum  Effect. 

The  cadmium  ratio  (ratio  of  thermal  neutrons  to  epicadmlum 
neutrons)  of  the  thermal  column  hewi  been  assumed  to  be  700  to  1. 
Therefore,  we  ignored  the  epicadmlum  contribution  in  our  cetlculations. 
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In  consequence,  instead  of  obtaining  a  nearly  horizontal  straight  line 
for  thermal-neutron  sensitivity  versus  lithium,  we  obtained  curves  that 
increased  in  thermal  sensitivity  from  0  to  2  lithium  and  decreased  from 
2  to  5  or  c  lithium.  The  two  types  of  curves  are  illustrated  in  figure  4. 

When  the  gamma  flux  curve  is  subtracted  from  the  experimental 
film  curve,  the  resiiltlng  curve  should  have  a  shape  slmlleir  to  the 
thermal-neutron-flux  curve  if  only  thermal  neutrons  are  affecting  the 
film.  We  obtained  curves,  as  Illustrated  in  figure  5,  where  the  curve 
begins  to  flatten  at  the  larger  lithium  thicknesses.  It  was  obvious 
that  something  else,  which  was  only  slightly  affected  by  the  lithium, 
was  operating  on  the  film.  The  logiceLl  choice  was  the  epicauimium 
neutrons. 


The  cadmium  ratio  versus  nuniber  of  lithium  cylinders  was  ob¬ 
tained  from  the  gold  and  cadmium- covered  gold  foil  data,  and  is  shown 
in  figure  6.  The  shape  of  this  curve  is  similar  to  the  thermal-neutron- 
flux  cxarve;  however,  the  slope  of  the  cadmium-ratio  curve  is  less  than 
the  slope  of  the  thermal -neutron  curve.  The  cadmium  ratio  rapidly  de¬ 
creases  with  Increasing  number  of  lithium  cylinders  so  that  at  7  lith¬ 
ium  there  is  a  greater  number  of  eplcadmlum  neutrons  than  thermal  neu¬ 
trons.  Thus,  the  experimental  film  data  minus  the  gamma  component 
when  plotted  versus  lithium  should  flatten  in  the  vicinity  of  7  lith¬ 
ium  as  was  Illustrated  in  figure  5»  Elxtrapolating  the  flat  portion 
of  this  curve  back  to  0  lithium  and  subtracting  this  extrapolation 
from  the  curve  should  eliminate  the  epicadmium  contribution. 

By  eliminating  the  epicadmium  effect,  we  were  enabled  to  ob¬ 
tain  thermal-neutron-sensitivity  curves  which  were  straight,  almost- 
horizontal  lines  for  all  films  but  type  649.  The  curve  for  the  649 
film  sifter  the  gamma  component  has  been  subtracted  is  Illustrated  in 
figure  7.  Since  the  curve  flattens  at  2  lithium,  we  were  able  to  ob¬ 
tain  the  thermal -neutron  sensitivity  only  at  0  and  1  lithium.  It  was 
assumed  that  the  sensitivity  at  1  lithium  was  the  more  correct  value. 

The  epicadmium-neutron  flux  affecting  the  films  from  0  to  6 
lithium  was  obtained  by  dividing  the  cadmipm  ratio  into  the  thermal- 
neutron  flux  at  each  lithium  thickness.  By  dividing  the  epiceuimlum 
flux  by  the  eplceidmium  effect  on  the  film,  the  epicadmium  sensitiv¬ 
ity  of  the  films  could  be  obtained. 

V.  RESULTS  AND  DISCUSSION  OF  RESULTS. 


A.  Thermal -Neutron  Sensitivity. 

A  typical  exeunple  of  the  curves  obtained  by  the  lithium-extra¬ 
polation  method  is  illustrated  for  film  type  606  in  figures  8,  and  10. 
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The  experimental  film  data  curve,  figure  8,  was  dravn  as  a  hast  fit 
and  the  thermal-neutron-sensitivity  curve,  figure  10,  was  drawn  by  the 
method  of  least  squares.  Figure  9  shows  a  curve  of  the  experimental 
film  data  minus  the  component  as  well  as  eui  extrapolated  curve. 

This  extrapolated  curve  is  due  to  epicadml urn  neutrons  (neutrons  whose 
energies  are  greater  than  the  cadmium  cutoff  energy  of  0.3  ev),  and 
must  be  subtracted  from  the  film  data.  This  effect  has  been  explained 
in  section  IV.  C. 

Table  2  shows  the  actual  thermal -neutron  sensitivities  of 
each  film:  type  as  compared,  with  Ehrlich's  results.  Ehrlich  irradi¬ 
ated  the  510-  and  606-film  types  at  the  Los  Alamos  Water  Boiler  Re¬ 
actor  and  the  502-film  type  at  ORNL. 

The  error  in  the  thermal  -neutron  sensitivities  of  all  the 
films  but  type  6^9  is  estimated  to  be  +25^t  based  on  the  propagation 
of  the  errors  in  the  measvirement  of  the  thermal -neutron,  ganmia,  and 
eplcadmlum  fluxes  as  well  as  the  Inherent  error  due  to  the  film  it¬ 
self.  The  error  in  the  649-film  type  is  given  aa  +50^6  because  the 
thermal -neutron  sensitivity  at  only  1  lithium  thickness  could  be  ob¬ 
tained. 

B.  Eplcadmlum-Neutron  Sensitivity. 

An  estimate  of  the  eplcadmlum  sensitivity  of  the  films  was 
obtained  from  the  extrapolated  curves  as  Illustrated  in  figure  9. 

These  results  eure  presented  in  table  3* 

The  results  Indicate  that  the  films  are  more  sensitive  to 
eplcadmlum  neutrons  them  to  thermal  neutrons.  These  results  seem 
logical  since  both  silver  and  bromine  have  many  resonance-energy  ab¬ 
sorption  peedts  in  the  energy  range  of  5  to  ICXX)  ev.  The  cross  sec¬ 
tions  for  these  absorption  peedts  are  many  times  larger  than  the 
cross  section  for  thermal  neutron  capture. 

C.  Fast-Neutron  Sensitivity. 

The  fast-neutron  sensitivities  of  the  508;  510,  1290,  502, 

510,  and  606  films  are  shown  in  figure  11.  It  must  be  noted  that  most 
of  the  points  on  the  ciirves  represent  only  one  or  two  film  irradlartions . 
Thus,  the  statistics  available  for  these  results  are  almost  nonexistent 
and  no  error  can  be  quoted.  These  results  should  be  used  with  extreme 
caution. 

Ehrlich's  results  at  3  Mev  are  included  in  figure  11.  Her 
data  for  the  502-  and  606-film  types  fit  our  cxxrves  nicely,  but  her 
510  data  are  about  a  factor  of  three  lower  them  oxir  data. 
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FIGURE  8 

FILM  TYPE  606  EXPERIMENTAL  DATA 


24 


0  I  2  3  4  5  6  7  e  9  10  II  12  13  14 

Lithium  Cy  li  nders 

FIGURE  9 

FILM  TYPE  606  EXPERIMENTAL  DATA  MINUS  GAMMA  COMPONENT 


25 


o 

u86  4uao^ 

2  tuo/  u 


26 


TABLE  2 


THERMAL-NEUTRON  SENSITIVm  OF  FILM 


Film  Thermal -neutron  flux  required  to  produce 

type  _ the  same  density  euB  1  r  of  Co^Q  radiation 

NDL  Reaxilts  Ehrlich  resulti' 


n/sq  cm 


502 

4.0  +1.0  X  lo9 

5  X  109 

510 

4.6  T1.15  X  109 

4.1  X  109 

606 

4.4  +1.1  X  10^ 

3.7  X  109 

508 

3.6  +0.90  X  lo9 

- 

510 

4.8  +1.-2  X  109 

- 

1290 

4.9  +1.2  X  109 

- 

548 

8.8  +2.2  X  109 

- 

649 

4  +2  X  lOlO 

- 

TABLE  3 

EPICADMIUM  SENSITIVITY  OF  FILMS 


Film 


Epicadmium  flux  required  to  produce  the 
same  density  aa  1  r  of  Co°*^  radiation 


502 

510 

606 

508 

510 

1290 

548 

649 


n/sq  cm 

9-2  +2.3  X  10® 
4.5  +1.1  X  10® 
5  +1.3  X  10® 
8.9  +2.2  X  10® 

5.4  +1.4  X  10® 

5.8  +1.5  X  10® 

4.2  +1.1  X  10® 

1.5  +0.5  X  10® 
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FIGURE  11 

FAST -NEUTRON  SENSITIVITY  OF  SIX  FILMS 
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D.  Neutron  Sensitivity  Based  on  Tissue  Rads. 


Recent  resxilts^^  indicate  that  the  value  of  the  energy  loss, 
W,  for  electrons  in  air  is  closer  to  35  ev  than  to  the  old  vedue  of 
32.5  ev.  If  we  use  the  veLLue  of  35  ev,  the  energy  absorption  in  aque¬ 
ous  tissue  for  a  dose  of  1  r  in  the  reuige  of  photon  energies  from  0. 3 
to  5  Mev  will  be  nearly  100  ergs/g  euid  will  correspond  eilmost  exactly 
to  1  rad.  Assuming  that  the  NBS  holder  and  the  film  are  tissue  equiv¬ 
alent  materials,  we  can  compare  the  neutron  sensitivity  of  the  films 
C60.culated  on  a  rad  to  rad  basis  with  gamma  photons.  The  neutron  rads 
were  calculated  by  single  collision  theory.  This  comparison  is  illus¬ 
trated  in  table  4.  The  table  points  up  the  great  difference  between 
the  thermal-neutron  sensitivity  and  the  fast-neutron  sensitivity  of  the 
films.  The  lower  reinge  films  ^e  approximately  10  times  more  sensitive 
to  thermal  neutrons  than  to  gamma  photons,  whereas  these  same 

films  are  5  to  270  times  less  sensitive  to  fast  neutrons  than  to 
gamma  photons. 

E.  Variation  of  Fast-Neutron  Sensitivity  With  Grain  Size. 

Ehrlich5  states  that  the  ratio  of  the  3  Mev  neutron-to -gamma 
ray  sensitivities  of  the  502-,  510-,  and  606-film  types  is  roughly 
equal  to  the  reciprocal  of  the  ratio  of  their  grain  diameters.  This 
ratio  is  1:10:3  for  502-,  510'  and  606-film  types,  respectively.  Our 
fast-neutron  sensitivities,  shown  in  figure  11,  confirm  this  obaerva- 
tionj  however,  the  ratio  is  different  since  the  grain  sizes  we  quote 
are  different  than  Ehrlich's. 

Table  5  compares  the  ratio  of  the  reciprocal  of  the  sensi¬ 
tivities  of  the  various  films  with  the  ratio  of  the  grain  sizes. 

Since  the  grain  sizes  given  in  table  1  are  quoted  as  limits  of  or  aver¬ 
age  grain  sizes,  table  5  quotes  the  grain  size  ratio  in  terms  of  aver¬ 
age.  Using  the  average  values  for  both  ratios  of  the  reciprocal  of 
fast-neutron  sensitivities  eind  grain  sizes,  it  is  obvious  that  the 
two  ratios  are  very  close.  The  ratios  are  1:1. 4:5. 0:6. 8  and  1:1. 4:3. 
6:6.4  for  the  reciproceLL  of  the  fast-neutron  sensitivities  and  the 
grain  sizes,  respectively.  The  values  for  the  two  510  types  are  aver¬ 
aged  together  as  ar<^  the  I29O  and  606  types  since  the  average  grain 
sizes  for  each  group  are  the  same. 

The  most  glaring  difference  is  between  the  510-film  types, 
which  are  identical  films  but  are  used  in  a  different  film  packet. 

The  different  film  packets  containing  the  5IO  films,  however,  were 
not  manufactured  at  the  same  time.  In  fact  the  502-,  510-,  606-film 
packet  is  2  years  older  than  the  508,  5IO,  1290  packet.  It  is  possible 
that  the  manufacturing  process  may  have  been  altered  during  this  period 
and  that  aging  may  have  affected  the  films. 
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TABLE  5 


COMPARISON  OF  THE  RATIO  OF  THE  RECIPROCAL  OF  THE  FAST-NEUTRON 

sto^rrivitfiE^  ifirH  'rris  ra!lTlo"6P''*Jhe~uraxn  si^ 


Film  types 


Energy 

Mev 

510  510 

(508,1290)  (502,606) 

1290 

606 

502 

508 

1 

1.0 

2.0 

1.8 

2.7 

8.0 

11 

2 

1.0 

1.6 

1.9 

2.1 

7.0 

13 

k 

1.0 

1.3 

1.4 

1.7 

5.4 

6.8 

6 

1.0 

1.1 

1.4 

1.4 

5.4 

6.4 

8 

1.0 

1.3 

1.4 

1.6 

4.6 

3.8 

14 

1.0 

- 

1.5 

1.5 

- 

- 

All 

1.0 

1.4 

5.0 

6.8 

Grain  size 
average 

1.0 

1.0 

1.4 

1.4 

3.6 

6.4 

No  fast-neutron-sensltivlty  work  vas  done  with  the  very  hl^- 
range  films  ^6-0  and  649.  It  would  seem  that  based  on  grain  size  ra¬ 
tios,  the  649-fllm  type  should  be  10  times  more  sensitive  to  fast  neu¬ 
trons  than  the  types. 

Since  much  of  the  data  presented  concerning  fast  neutrons 
and  film  Is  beused  upon  one  or  two  film  Irradiations  at  each  energy, 
the  reader  Is  again  cautioned  to  use  the  results  with  care. 

Correction  factors  for  the  effects  of  capture  gamma  from 
soil  and  bleist  shields  on  film  are  being  evaluated  and  will  be  re¬ 
ported  In  subsequent  papers. 

VI.  CONCLUSIONS. 

The  thermal -neutron  and  fast-neutron  sensitivities  of  the 
eight  films  that  have  been  determined  by  this  experlsient  can  be 
utilized  to  correct  film  data  obtained  at  nuclear  weapons  tests. 

Further  experlmenteLL  work  with  fast  neutrons  Is  needed  to 
Increase  the  statistical  accuracy  of  our  resvilts  as  well  as  to  obtain 
fast-neutron  sensitivities  of  the  very  hl^-range  films,  ^8  and  649. 
Two  points  seem  evident  concerning  the  fast -neutron  sensitivity  of 
film.  They  are:  (1)  the  sensitivity  of  the  films  Increases  with  In¬ 
creasing  neutron  energy  from  1  to  l4  Mev,  and  (2)  the  ratio  of  the 
sensitivities  of  the  films  Is  roiighly  equal  to  the  reciprocal  of  the 
ratio  of  their  grain  sizes. 

In  order  to  obtain  meaningful  data  from  neutron  experiments 
conducted  In  a  reactor  thermal  column,  corrections  must  be  made  for  the 
neutron  sink  effect  of  the  object  being  Irradiated.  The  llthlum-extra- 
polatlon  Bjethod  for  obtaining  these  correction  factors  has  been  re¬ 
fined  and  revised  so  that  the  method  may  be  used  with  confidence. 
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exposed  to  theraal-and  fast>neutron  radiation.  The  lith¬ 
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ium  extrapolation  method  vme  used  in  the  evaluation.  Two 
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iua  extrapolation  aettK>d  wae  ueed  In  the  evaluation.  Two 
polnta  aeea  evident  concerning  the  faat»neutron  aenaltlvlty 
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froa  atoalc  detonationa,  the  effect  of  neutrona  on  guam 
d.t.ctor.  ma  •ykl.a.ted.  Elsiit  ru»  typ,.,  enciiawl  In 
RB6  holdera  and  covering  a  range  of  0.3  to  5^,000  r,  vere 
expoaed  to  themal*  and  faat*neutron  radiation.  The  11th* 
luB  extrapolation  aethod  vae  uaed  In  the  evaluation.  Tvo 
polnta  aeea  evident  concerning  the  faat*heutron  aenaltlvlty 
of  flla;  (1)  the  aenaltlvlty  of  the  flla  Increaecr  vlth  In* 
creaalng  neutron  energy  froa  1  to  14  Mev  and  (2)  the  ratio 
of  the  aenaltlvlty  of  the  flla  la  roughly  equal  to  the  re* 
clprocal  of  the  ratio  of  their  grain  aliea. 
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In  order  to  accurately  aeaaure  the  Initial  gwa  radiation 
from  atomic  detonationa,  the  effect  of  neutrona  on  gaamm 
detectors  vaa  eveduated.  Eight  film  types,  encased  in 
NB6  holdera  and  covering  a  range  of  0*3  to  ^,OOU  r,  vere 
exposed  to  thermal-  and  faat>neutrun  radiation.  The  llth¬ 
lua  extrapolation  aiethod  vaa  ueed  In  the  evaluation.  Tvo 
points  aeea  evident  concerning  the  faat-neutron  aenaltlvlty 
of  flla:  (1)  the  aenaltlvlty  of  the  flla  Increaoea  vlth  In¬ 
creasing  neutron  energy  froa  1  to  l4  Mev  and  (2)  the  ratlf 
of  the  aenaltlvlty  of  the  film  la  roughly  eqtial  to  the  re¬ 
ciprocal  of  the  ratio  of  their  grain  alxea. 
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